[Image quality of various types of intraocular lenses (mono-, bi- and multifocal) in air and water].
Most of the monofocal intraocular lenses tested in air and water showed good-to-high resolution in water. There was low resolution in the outer zone of the image in some models. The bifocals tested had a lower resolution efficency with less contrast and change of colors. The diffractive IOL had poor central resolution efficiency with changing colors and double vision. There was a spherical change like a fish-eye. When tested in air there was paracentral double vision in the diffractive IOL with a change of color bands.